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Abstract 
The performances of two rotor-damaged commercial anemometers (Vector Instruments AlOO 
LK) were studied. The calibration results (i.e. the transfer function) were very linear, the 
aerodynamic behavior being more efficient than the one shown by both anemometers equipped 
with undamaged rotors. No detection of the anomaly (the rotors' damage) was possible based 
on the calibration results. However, the Fourier analysis clearly revealed this anomaly. 
1. Introduction 
Anemometer degradation is a well-known problem in the 
wind energy industry. As a cup anemometer loses perfor-
mance, due to the normal wear and tear process or due to sud-
den incidents such as lightning, the wind speed measurement 
given by the instrument diverges from the real wind speed. 
As a consequence, this effect can be translated into a wrong 
wind turbine operation or inaccurate data when studying the 
energy production of a specific geographic location, causing 
a negative impact on the revenue. As aforementioned, this 
is not a new problem either for the wind energy sector or in 
meteorology. Furthermore, it can be said that around 30% of 
mast-mounted anemometers return for recalibration far from 
normal operational conditions [1]. 
Currently, the only solution for keeping anemometers in 
proper working condition is to check them through frequent 
calibrations [2]. However, the process of taking the anemom-
eter to the calibration facility can be unaffordable in terms of 
cost and is time-consuming. Calibration-on-the-field proce-
dures have been studied as a cost-effective solution for reduc-
ing anemometer maintenance and the number of recalibrations 
[3, 4]. In addition, to illustrate the considerable interest of the 
industry in this matter, several patents and inventions have 
been developed in an attempt to solve this problem [5-13]. 
Besides the maintenance problem (recalibration, change 
of parts, etc), it can be even more important to know, as 
precisely as possible, when a cup anemometer which is 
working on the field, requires some maintenance. This can 
be considered an example of the anomaly detection prob-
lem. In the industry, anomaly detection is usually addressed 
through three different approaches: case-based reasoning, 
model-based diagnosis and non-parametric models [14]. 
Regarding loss of performance in cup anemometers, the 
results of the PHM 2011 Data Challenge Competition are 
particularly interesting. In the competition, the working 
condition of several cup anemometers had to be analyzed, 
comparing the data from paired units installed along a verti-
cal mast [15-17]. 
In the current work, an anomaly detection process devel-
oped at the IDR/UPM Institute [18] is applied, for the first 
time, to two commercial cup anemometers (Vector Instruments 
AlOO LK) with damaged rotors after a quite a long period of 
service. The performance of these Class-1 anemometers is 
analyzed and compared to the performance of the same type 
of anemometers, but equipped with undamaged rotors. The 
main advantage of the developed methodology is in its sim-
plicity, as the working condition of the cup anemometer is 
only based on the data from its output signal, with no com-
parison with a second anemometer dataset required. 
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Figure 1. Relative-to-the-average rotational speed, a> ICOQ, of a 
Thies anemometer during one turn at 8 m s - 1 wind speed [29] 
(top) and non-dimensional values of the Fourier series expansion 
performed at that rotational speed, COJCOQ (bottom). 
The results included in this work are part of a full research 
program carried out since 2011 at the IDR/UPM Institute 
regarding the cup anemometer performance, which covers a 
large series of calibration analyses [19], rotor aerodynamics 
[20-22], the effect of climatic conditions [23] or the ageing 
problem [24]. 
The current work is organized as follows. In section 2 the 
calibration and post-processing process are described. The 
results are discussed in section 3 and the conclusions are sum-
marized in section 4. 
2. Testing configuration and cases studied 
The cup anemometer performance is commonly evaluated 
through the transfer function: 
y = A - / + B , (1) 
that gives the wind speed, V, as a function of the output fre-
quency of the anemometer,/. The slope and offset (A and B, 
respectively) of the above equation have to be defined by a 
proper calibration process. The transfer function can also be 
defined in terms of rotational frequency, fr, instead of output 
frequency,/: 
y = A r - / + B . (2) 
This new slope, Ar, being the result of multiplying calibra-
tion constant A by the number of pulses per turn, Np, given 
by the anemometer [19]. The calibration process performed 
on the anemometers studied follows MEASNET [25, 26] rec-
ommendations (over 13 points and from 4 to 16ms"1 wind 
speed). At each point (wind speed) of every calibration per-
formed, the anemometer's output was sampled during 20 s 
Figure 2. Anemometer 1 at the IDR/UPM calibration wind tunnel 
(left). Damaged rotor of Anemometer 1 (top right) and Anemometer 
2 (bottom right). 
at 10 000 Hz. The first nine harmonic terms of the rotational 
speed Fourier expansion: 
oo (t) = mo + co\ sin (mot + <P\) + a>2 sin (2mot + q>2) 
oo 
+ ft>3 sin (3m0t + ip3) ... = COQ+ 2_, mn sin (nm0t + cpn) (3) 
n=\ 
were calculated in each sampling of the output signal. In order 
to characterize the anemometer harmonic performance, aver-
aged values of the non-dimensional harmonic terms, m\, were 
calculated with data from the 13 points of each calibration 
procedure: 
CO-. 
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'
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See in figure 1 an example of the Fourier expansion (i.e. the 
terms in relation to the averaged rotation speed) derived from 
a commercial cup anemometer output signal. More informa-
tion about this harmonic characterization of a cup anemom-
eter can be found at [20]. 
Anemometer calibrations of the study cases were per-
formed in the S4 wind tunnel at the IDR/UPM Institute. This 
is an open-circuit wind tunnel with a closed test section meas-
uring 0.9 by 0.9m. It is served by four 7.5kW fans with a 
flow uniformity better than 0.2% in the testing area. The wind 
speed in the testing chamber is measured by an Airflow 0.48 
Pitot tube connected to a Druck LPM 9481 high-precision 
pressure transducer, with the electrical signal from the pres-
sure transducer measured by a Keithley 2000 digital multim-
eter. Temperature and humidity sensors (Vaisala PTU 200 and 
Vaisala HMP45D) are used to determine the air density value. 
The rotation frequency of the anemometer is measured with 
an Agilent 53131A universal counter. Another digital multi-
meter is used to measure the voltage or current output from 
the anemometer when required. The uncertainty levels of the 
calibrations performed at the S4 calibration wind tunnel are 
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Figure 3. Rotation frequency, fr, of Anemometer 1 and Anemometer 2 plotted as a function of the wind speed, V. The results regarding 
both anemometers equipped with undamaged rotors have been included in the graphs. 
specified following the ISO/EC 17025 standard [27], these 
levels being 0.1ms"1 for wind speeds from 4 to 10ms"1 and 
0.01 Vms"1 for wind speeds, V, from 10 to 23 ms"1. More 
information regarding the anemometer calibration processes 
at the IDR/UPM Institute can be found at [19, 22, 28]. 
As indicated in the previous section, two Vector Instruments 
A100 LK cup anemometers were studied, both being dam-
aged after being in service on the field. See in figure 2 pictures 
of the state of the rotors. The rotor of the first anemometer, 
herein after denoted as Anemometer 1, is heavily damaged, 
with one cup completely out of position, whereas the second 
one, hereinafter denoted as Anemometer 2, is less damaged. 
3. Results 
In figure 3, the rotation frequency, fr, corresponding to the 
calibrations performed on both anemometers, Anemometer 
1 and Anemometer 2, is plotted as a function of the wind 
speed, V. In addition, the results corresponding to additional 
calibrations performed on both anemometers now equipped 
with undamaged rotors are included in the graphs. As can be 
observed in figure 3, the results of the calibrations were suc-
cessfully linear (with correlation coefficients above 0.999 99, 
according to MEASNET procedures [25, 26]). 
Besides, the percentage difference between the rotational 
frequency, fr, of each anemometer equipped with its damaged 
rotor and equipped with the undamaged rotor, fr\_.,_, calcu-
lated in relation to the first one: 
Indr : 
A/ r 
fr-fr\ 
fr 
(5) 
is plotted as a function of the wind speed, V, in figure 4. 
The results are quite surprising, as the damage effect on 
the rotor seems to increase (in both anemometers) the rotation 
rate, i.e. the aerodynamic efficiency of the rotor (see figure 4). 
The possible explanation for these results lies in the new posi-
tion of the damaged cups within the rotors. In Anemometer 
1, the damaged cup is out of the wake produced by the other 
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Figure 4. Percentage difference, A/r, between the rotational 
frequency, fr, of each anemometer equipped with its damaged rotor 
and equipped with the undamaged rotor, fr I , calculated in relation 
to the first one. 
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Figure 5. Wind speed measured by Anemometer 1, VA, as a 
function of the wind speed, V, in two different situations: increasing 
wind speeds from V= 1.158 to V= 7.949ms"1 and decreasing wind 
speeds starting from V= 7.949 to V= 1.158ms"1. 
cups, whereas one of these is less affected by any wake, as the 
damaged cup is not aligned with the rotor plane anymore. As 
one of the cups is now closer to the rotation axis, the decrease 
of the rotor's moment of inertia obviously produces higher 
Figure 6. Voltage output, Vout, of Anemometer 1 during 20s, for (from top to bottom) V= 3.524, 3.997, 4.470, 4.944, 5.417 and 5.890ms"1 
wind speed. 
rotation speeds. In order to check this behavior, the calibration 
performed with the anemometer equipped with the damaged 
rotor was repeated after three days, with identical results. 
On the other hand, although the case of Anemometer 2 is 
different, with a damaged cup in alignment with the other two, 
it can be observed that the damaged cup has a slight tilt angle 
when compared to the other cups in the rotor. It should be 
pointed out that tilted cups have been recently introduced in 
some cup anemometers such as Thies Clima 4.3351 [30]. In 
addition, in other patents regarding anemometer tilted cups 
[31], these rotors are claimed to have a higher rotation speed 
when compared with non-tilted cups rotors. 
Reverting to the anomaly detection problem, it should 
be pointed out that it is very difficult to find out if a cup 
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Figure 7. Non-dimensional averaged harmonic terms calculated from the Fourier series decomposition of the rotational speed of 
Anemometer 1 and Anemometer 2. See expression (3). The harmonic terms regarding both anemometers equipped with undamaged rotors 
have been included in the graphs. 
anemometer is damaged based only on the linearity of the 
calibration results. As previously stated, both anemometers 
studied were clearly damaged, showed linear transfer func-
tions and somehow a better aerodynamic behavior than the 
one measured with an undamaged rotor. Nevertheless, even 
showing a good performance during the calibration process, 
Anemometer 1 was clearly affected by the rotor damage, 
which, having changed its size, also modifies the aerodynam-
ics. As a result, a stable equilibrium state (that is, the rotor 
does not move and remains at a fixed position) is produced 
at low wind speed, which is translated into quite a high start-
ing threshold speed. In figure 5, the measured wind speed 
of Anemometer 1, VA, is plotted as a function of the wind 
speed, V, in two different situations, for increasing wind 
speeds from V = 1.158 to V = 7.949ms"1 and for decreasing 
wind speeds starting from V = 7.949 to V = 1.158ms"1. It can 
be observed in the figure that the starting threshold speed is 
around V = 5.890ms"1, whereas the starting speed specified 
by the manufacturer is V = 0.2 m s"1. Furthermore, it should be 
noted that even in this equilibrium state at low wind speeds, 
Anemometer 1 can give false measurements produced by the 
oscillations of the rotor produced as a result of its interac-
tion with the turbulent wake created downstream from the 
anemometer's 'neck' (Vector Instruments A100LK anemom-
eters are equipped with a 25 pulse per turn opto-electronic 
output signal system [19], therefore, a slight rotor oscillation 
can produce a train of pulses). In figure 6, the voltage output 
of the anemometer during 20s is plotted for V = 3.524, 3.997, 
4.470, 4.944, 5.417 and 5.890ms"1 wind speed, while the 
rotor was oscillating at the equilibrium position. In the figure, 
it can be appreciated that, as the wind speed increases, the 
oscillations of the rotor produce a higher number of pulses. 
Therefore, a false measurement of the wind speed is recorded 
by the system. Finally, the transition from the oscillating 
equilibrium state to the rotation state of Anemometer 1 at 
V = 5.890ms"1 (i.e. when the anemometer rotor starts to 
rotate, generating a much higher pulse frequency), can be 
observed in the bottom graph of figure 6. 
One solution in order to detect anemometer anomalies prop-
erly comes from the Fourier analysis of the output signal, not 
directly, but by studying the harmonic terms in each rotation 
as indicated in section 2. In figure 7, the results of the afore-
mentioned harmonic analysis are shown. Both anemometers, 
Anemometer 1 and Anemometer 2, present a high value of the 
first harmonic term, m\, in comparison with the figures pre-
sented by both anemometers when equipped with undamaged 
rotors. This first harmonic term theoretically reflects perturba-
tions on the anemometer rotor's rotation that are repeated in 
every turn [18]. Therefore, any non-axisymmetric detail of the 
rotor geometry might produce an aerodynamic perturbation in 
each turn. The results agree with this statement; the damage on 
the rotor being perfectly reflected in the graphs of figure 7 when 
compared to the results related to the undamaged rotors. 
4. Conclusions 
The performance of two damaged-on-the-field Class-1 cup 
anemometers (Vector Instruments A100 LK) has been studied. 
The most significant conclusions resulting from this work are: 
• Damaged rotors can produce a more efficient aerody-
namic behavior when compared to undamaged rotors. 
• Damaged-rotor anemometers can show a perfectly linear 
transfer function. However, they might also change the 
anemometer starting threshold speed. 
• The proposed Fourier analysis is capable of detecting 
the aerodynamic anomalies/perturbations produced by 
non-axisymmetric damage on cup rotors of commercial 
anemometers equipped with opto-electronic output signal 
systems. 
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